Infra Red Temperature Sensor Restart Checklist

If you are preparing to restart your production using Fluke Infra Red temperature

sensors, then we, at Radir, can help.

The following checklist is a good guide - This screen shot was taken from a Webinar,

lead by Adam Ellis, part of Fluke's experienced technical support team.
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Infrared (IR) Sensor Restart Checklist

+ Remove lens caps Types of FPI IR Sensors

« Optical contamination factors

« Lens and window cleaning

+ Check alignment to target

« Ensure correct air purge pressure & cleanliness
« Prevent moisture internally

« Check product manual for air/water flow and
temperature recommendations

« “Warming up” the sensors

Spot Pyrometers.

Up next

If you wish to see the full Webinar (about 45 minutes) click on the link below.

https://www.youtube.com/watch?v=3uBxa-X-U-E&feature=youtu.be

Or contact us as below or email us fpiwebinar@radir.com

www.radir.com
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